
MOTOR DRIVES FOR PRECISION DIALS AND 
BEAT-FREQUENCY OSCILLATORS 


• GENERAL RADIO heat-frequency 
oscillators, as well as a number of other 
Cieneral Hadio instruments developed 
in the past few years, use as frcH 4 uency 
controls the Type 908 or Type 907 Clear- 
Dri ve Precision Dials. These dials are 
so designed that a motor drive can he 
(»asily attached in place of the knob. 

Shown in Figure 1 is a simple, low- 
cost motor drive unit for use on the 
dials. Available in two models with 
different speeds, the Type 908-Pl and 
Type 908- P2 Dial Drives have been de¬ 
signed particularly for use on the Types 


1304-A and 1304-B Heat-Frequency 
Audio Clenerators and the Type 1 303-A 
Two-Signal Audio (jenerator, but they 
can also be used on General Hadio Unit 
Oscillators and Standard-Signal Genera¬ 
tors, as well as on other instruments 
(equipped with the Type 908 or Type 907 
Gear-Drive Precision Dials. 

The motor drives make possible the 
use of these instruments with recording 
systems as, for example, in recording 
the response of a network as a function 
of frequency. They can also be used as 
sweep drives and for producing warble 


Figure 1. View of the Type 908>P2 Synchronous Dial Drive installed on a Type 1304-6 Beat-Frequency Oscillator. 
The adjustable stops, which ottach to the oscillator dial, are not shown. 
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toncH. When installed on a Type 1304 
Beat-Frequency Audio Generator, as 
shown in Figure 1, this type of drive can 
sweep the oscillator automatically back 
and forth over a range of frequencies. 
This technique has applications in many 
kinds of measurements. For e.xample, 
with a cathode-ray oscillograph as a 
visual indicator, the study and adjust/- 
ment of audio-frequency networks is ac¬ 
complished rapidly and conveniently. 
Another example, in the field of mechan¬ 
ics, rather than electronics, occurs in 
vibration testing. When the heat-fre¬ 
quency oscillator is used to drive a shake 
table, the automatic .sweep is helpful in 
sjKitting resonances. 

The dial drive consists essentially of 
a small, synchronous, 115-volt, 60-cycle 
motor with a pinion gear on the output 
shaft. Thismotordrive is readily fastened 
in place of the knob drive of the preci¬ 
sion dial so that the pinion gear on the 
motor shaft engages the dial ring gear. 


A disengage lever, as well as a power 
switch, is provided. The lever can be 
used to lift the pinion off the ring gear 
and thus disengiige the drive. 

The drives rever.se the direction of 
rotation whenever a stop is encountered, 
ft is this feature that makes possible 
their use as sweep drives and their use 
to produce warble tones. Stops, which 
are provided, can be readily attached 
to the dial to limit the sweep to the de¬ 
sired part of the range. 

With these adjustable stops the maxi¬ 
mum angle of dial rotation is limited to 
80° for the Type 908 Dial and 65° for the 
Type 907 Dial. The full range of dial 
rotation caji be obtained when these 
stops are not used. Other types of stops 
to give intermediate angles of rotation 
can be devised by the user. 

USE WITH RECORDERS 

Because the di-ives are sjTichronous, 
they are readily used with recording sys¬ 
tems. For example, the response of a 
netw'ork as a functimi of frequency can 
often l)e recorded very easily by apply¬ 
ing to the netwTjrk the output of a 
Type 1304-B Beat^Frequency Genera¬ 
tor driven by a Type 90S-P1 Dial Drive. 
The output of the netw'ork is then re¬ 
corded as a fiuiction of time. Since the 
o.scillator frequency and time are di- 


Figure 2, Simple discriminator circuit for supplying the horizontal axis 
signal to a cathode-ray oscillograph. 


Figure 3. Oscillogram of the re¬ 
sponse characteristic of a filter as 
displayed by means of the ar¬ 
rangement of Figure 2. 
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r<*ctJy rolatc'd by the dial drive, the 
r<3Sj)Oiise as a fimctioii of frequency is 
readily obtained. To facilitate the use of 
recordei’s in such applications, the speed 
of Type 908-Pl Drive has been selected 
to cover in 15 seconds a frequency inter¬ 
val of an octave on the Type 1304-B 
Clenerator. This rate is widely accepted 
as a standard. The Type 0()8-P2 Drive 
Ls particularly suitable for limited-sweep 
applications, with observations of the 
response on a cathode-ray oscillograph 
with a long persistence-screen. As a 
natural consequence of the higher speed, 
however, the torque available from the 
Type 90S-P2 is small. Therefore, in 
order to avoid erratic operation, the 
ilriven part should generally use ball¬ 
bearing supports, as in th(' Types 
1301-A, 1304-B, and 1303-A Oscillators. 

For some recording applications, an 
output voltage is desired that is propor- 
V- tional to the iuigle of rotation of the 
dial. To do this, a linear potentiometer 
having low torque requirements can also 
be driv'on by the shaft on which the dial 
is inountcil. Naturally, this arrangement 
is usable only if the complete system can 
be jirrangofl so that the required torque 
does no! e.vceed the torque that can be 
delivered by the driv'e. The linear poten¬ 
tiometer can then be energized by a con¬ 


stant d-c v^oltiige, and the voltage be¬ 
tween the tap and one end will be pro¬ 
portional to the dial rotation. 

WTien a limited sweep is use<l to vary 
the frequency of an oscillator, a discrim¬ 
inator system can often be u.sefi to give 
a signal proportional to the instantane¬ 
ous frequency. The output of the di.s- 
crimuiator can then supply the voltage 
for one axis of an oscillographic display, 
for example. The circuit of a v^ery simple 
type of discriminator, suitable for use 
with the Type 1304-B Generator, is 
.shown in Figure 2. The output of this 
discrimuiator is iise<l to supply the 
X-axis signal of a cathode-ray oscillo¬ 
graph having a d-c amplifier and a long 
persistence-screen. 

The oscillogram of Figure 3 shows the 
response characteristic of a HI ter as dis¬ 
played on an oscillograph screen by 
means of the arrangement of Figure 2. 

In experimental work on audio-fre¬ 
quency circuits, sweep methods will save 
much valuable engmeering time as com¬ 
pared to point-hy-iM)int methods. The 
availability of this ecom*mical motor 
drive for General Radio beat-frequency 
generators makes possil)l(* the ai)j)lica- 
tion of sweep methods to existing lal)- 
oratory equipment. 

— 11. C. hriTLEjCJlLN 


SPECIFICATIONS 


Speed: ^ 

Type 9(^8 Dial 9(J7 Dial 

90S-IM 4RPM 4 ISRPMor 4/lORPMor 
225 8CC8/rcv 150 socs/rev 

00H-P2 30RPM 2RPMor30 3RPMor20 
F(‘cs/rcv 8ecs/rev 

On loganttiniic frequenrv diala ased on 
Tvpes I304'A, 1303-a Oscill.stors, the*, swppp 
times are as foliow.‘i: 

908-Pl 50 see/frequeney de(?ade or 15 

.see/octavc 

008-R2 0?^ .sec/frequeney deeade or 2 
serA^etave 


Pinion on Output Shaft: 4S D.P.. fall involute, 
20® pressure angle, 10 teeth. 

Torque at Pinion: 908-Pl 5 ineh-OUnces 

908-P2 % inch-ounce 

Power Supply: 105 to 125 volt«, 50-00 cycles, 
3 watts. 

Dimensions: S^g-inch diameter x 3 inches deep, 
overall, but excluding power line connecting 
cord. 

Weight: I pound, 3 ounces. 

•Data lire for WJ-ryel*' operutinn. Ou -*><■> Cyril's, HiiceUfl 
will be 0/6 of tliom? itiven uhnve iiiiri drive ltnit« will l>r 
0/5 of tho?#? listed 


Type Cade Word Price 

908-Pl Synchronous Diol Drive. SYKDO $27.50 

908-P2 I Synchronous Dial Drive..... SYNKA 27.50 
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HISTORIC FIRSTS —THE R-C OSCILLATOR 


The flevelopmejit of tlio resistaiice- 
(•llpa(Mtall^e-<^oupled oscillator in 1937 
hy I he Cieneral Radio Compiuiy filled a 
ie(‘ognized need in the industry. Al- 
Ihoupjh lacking some of the advantages’ 
of the heat-frequency osc’illator, it is 
<-apahle of generating low frequencies 
with good stability and of covering wide 
frequency ranges with simpler switching 
and with less e.xpensive and less bulky 
components than the I^-C' type. 

The basic oscillator circuit, which 
combines a sharply s<dective R-C’ circuit 
with a degenerative, or inverse-feed- 
back, amplifier, was first described in an 
article submitted to the Institute of 
Radio Kngineers in 1937 and publishe<l 
in the Prorevtiings in 1938.* A patent 

•“Oscillnlor fVj|ii‘idcrnlion».” Radio Erprrimrntrr, 

Vol X.WIII. .Vo. «. .VoviMober. 1053. 

*11 II. Sroi! (KnKincHT, CioiierRl Hmlio C'ompany). 
*'A Vow Type of Selective Circuit and Some Appliro- 
tiou^,’* Prttr fRK. Vnl. 2H, \n. 2. February lO.'W, 
pp. 22tW2a.i. 


application on the oscillator form of this 
circuit was filed in .\ugust, 1937, and 
U. S. Patent Xo. 2,193,427 was issued in 
September, 1939, and assigned to the 
General Radio Company. Practically all 
commercial R-C oscillators now on the 
market use this basic circuit. The Gen¬ 
eral Radio Company today manufac¬ 
tures several R-C oscillators using the 
circuits described in this patent and also 
licenses other manufacturers to do so. 

The instrument .shown below' is the 
first. R-C type produced commercially 
and w'as used principally as an audio 
source for distortion measurements on 
equipment in broadcasting .stations. It 
wns first placed on the market in 1938. 
It has been superserled by improv'ed 
models, two modem units being the 
Typk 13()1-.\ Ixiw- Distortion Oscillator 
and the Typk I3()2-.\ Oscillator. 



The first commercial R-C Oscillator — General Radio Type 608-A. 
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THREE-PHASE OPERATION 
OF AUTOMATIC VOLTAGE REGULATORS 


Since publication of the article de¬ 
scribing the new General Radio Auto¬ 
matic Voltage Regulator,* several read- 

•M. r, Uoltje, '‘.\n Accurnte. High-Speed. Automatir 
l.ini^Vollage Regulator." Genrral Radio Bxiurimmtfr, 
Vnl XXIX. No. 2. July. 1054. 


ers have inquired about the po.ssibility 
of using these regulators on three-phase 
circuits. Several connections are possible 
which will maintain the three output 
voltages to a per cent of the desired 
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Figure 1, Circuit arrangement of three Type 1570*A 
Automatic Voltage Regulators for della operation. 

value. In additiou, f(U‘ .some connections 
I he phase angles can maintained ac¬ 
curately at 120 degrees. 

If the voltages to be regulated are in 
a three-wire delta connection, a regu¬ 
lator can l>e connected as show'ii in Fig¬ 
ure 1 to maintain each line-U>-line volt¬ 
age constant. In this connection, both 
the magnitudes and phase angles are 
held constant. Thus, the regulators can 
.supply balanccil voltages, even if both 
input line and load are unl)alanced. 

The vector diagram (Figure 2) show^s 
how' three regulators, acting as trans¬ 
formers with automatically adjustable 
turns ratios, can correct both the magni¬ 
tudes and phase angles to give a bal¬ 
anced output from an unbalanced input. 
The unbalancofl delta input voltages are 
shown as the vectors AH, H(\ and CA. 
Since each regulator output must be in 
phase with its input voltage, the cor¬ 
rection voltages must be along the vec- 
toi-s AB, HC, and CA. Thes(^ correidion 
voltages are shoW'ii as the vectors AA', 
BB', and CC'. Thus the output voltages 
from the regulators are A'B, B'C, and 
C'A. Normally, the regulators would 
maintain these voltages constant. Mow^- 


C’ 



Figure 2. Vector diogram for the system of Figure 
1. The unbalonced voltoges AB, BC, ond CA ore the 
input voltages of the three regulators. The regu* 
lator outputs are in phase with their inputs and must lie 
along the lines AB, BC, ond CA. The correction voltoges 
being odded ore AA\ BB', and CC^ These output 
voltages ore A'B, B'C, and C'A. if the sensing cir* 
cuits of the regulotors are moved from their normol 
positions, A'B, B'C, and C'A, to the positions A'B', B'C', 
and C'A,' these latter voltoges will be held constont. 
Since they are delta*connected, the angles must also 
be equol. 

ever, by a change in ihe cunnecliuns In 
the sensing circuits, the regulators can 
be mafic to maintain the voltages A'B', 
B'C', and ( ''A' constant.'Phis results in a 
delta-connected output with ei|ual volt¬ 
age magnitudes arifl equal phase angles. 

If the voltages to be regulated are in 
a four-w'ire w\ve connection, a regulator 
can be conne<*ted between each input 
line and neutral, thus maintaining each 
line to neutral voltage constant. Since 
the regulatftr is in effect an atljustable 
turns ratio between input and output, 
only the magnitude of the voltages can 
be corrected. Thus the system is regu¬ 
lated as far as a wye-connected lf>ad is 
concernefl but is not nece.ssarily regu¬ 
lated for a delta-connected load. If the 
input voltage angles are incorrect, the 
output angles will also be incorrect, and 
the line-to-line voltage.s w ill not be regu¬ 
lated. 

If it is necessary to tiso tlie regulators 
wyeH’onnectod and to maintain correct 
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Figure 3. Circuit for 
wye-cormected regu¬ 
lators with transformer 
for wye-delta tronsfor- 
formotion. 


plia.se angles as well as magnitudes, the 
ennnection shown in Figure 3 can be 
used. The conunon connection of the 
three regulators is not connected to the 
input neutral but is left floating. The 
three regulators produce a wye system 
of equal voltages. The wye-delta trans¬ 
formation produces a eompletely-bal- ^ 
anced delta system with the floating 
neutral in the regidator input shifting to 
such a position that only a small circu¬ 
lating current flows in the output delta. 
The operation of the system can be 
demonstrated by the vector diagram of 
Figure 4. 

—M. Holtjk 



Figure 4 . Vector diagram for the three-phase regulator 
system of Rgure 3. The vectors AB, BC, ond CA repre¬ 
sent a delta line of unequal voltage magnitudes and 
phases. The wye-connected regulators produce the 
three equal voltages OA^ OB', and OC'. The wye- 
delta transformation, however, resulting in the delta 
voltages A"B", B"C", and C^'A", will produce cir¬ 
culating currents in the transformer secondary if any 
unbalance exists and, as a result, the floating neutral 
changes its position to produce balonced phases and 
minimize circulating currents. 


THE TYPE M-IO 

A 10.AMPERE VARIAC^ AUTOTRANSFORMER FOR 
350. TO 1200.CYCLE SERVICE 


The mechanical and electrical feature.s 
of Type M-2 and Type M-5 Variac® 
Autotransformers' are now available in 
a 10-ampere model, the Type M-IO 
Variac, which will operate on any supply 
frequency between 350 and 1200 cycles 
per second. 

Among its features are: 

(1) Rectangular base for convenient in- 

tQilhert Smiley. “New Variac^ Autotranaformem for 
390- to 12Q0-eyoie Service," Gmtral Radio Experimentor, 
Vol XXIV, No 2. July. 1994. 
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stiillation, with two sets of mounting 
holes to facilitate its use as a replace¬ 
ment in existing equipment as well as 
in new designs. 

(2J Simplified ganging, with economy in 
weiglit and space. 

(3) Counterbalanced radiator for stable 
settings. 

(4) Impmved heat dissipation. 

(5) Duratrak contact surface. 

The Type M-10 is designed to with¬ 
stand shock, vibration, and environ¬ 


mental tests under MI I/-'r-94">-A .speci¬ 
fications. 

This new \'ariac is available in single 
units or in two-gang and three-gang as- 
.semblies. Two-gang assemblies (0-2) can 
be used in 115-volt, three-phase open 
delta circuits, in two-phase circuits, and 
for the simultaneous control of two in¬ 
dependent loads. The thr(‘e-gang assem¬ 
blies (G-3) are useful for wye connection 
in 208-230-volt, three-phase service. 
Type M-10 Variacs can be operated at 
60 cycles if voltage is limited to H of 
rated line voltage. 


SPECIFICATIONS 

Lint'Frtqucncy; 350 to 1200 cps. No-load Lost of 400 cyclot: 12 watta, maximum. 

Input Voltogo: 116 volts, uomiiial. Not Woight; 6^ pouiida. 

Output Voltogo: 0 to 135 voltfi Of 0 to 116 vuits. Dimonsions: Bose 5^^ X 5^i inches; depth behind 
Rotod Output Curront (for lino-voltogo connoction piifiel, SHs inches. A uiinensioii drawing; is 
only): 15 amperes. available on request. 

Typf Code Word Price 

M-IO Vorioc. I CABIN I $30.00 

M-10G2 2-Oong Typo M-10 Vorioc Attombly. CABtKUANUY | 65.00 

M-10O3 3-Gong Typo M-10 Vorioc Attombly.. | CAIUNUANTY , 98.00 

Patent applied for 


GANGED MODELS OF THE TYPE V-2 VARIAC® 
NOW AVAILABLE 

'Flu* Type ^^-2 Variac,* which delivers available in two-gang and three-gang 
a rated current of two amp<‘res and is assemblies for simultaneous control of 
designtNl for (K)-cycle service, is now separate circuits and for three-phast* 

*OiIhrrt Sniilry. "A New 2-Amperc Varior,” (imentl OlX'ratioil. 

Radio Krtttrimtnttr, Voi. XXVII. Nu. 12, May. 1053. 


Tm 


Code Wttrd 

Price 

< < 

I 2-Gong Typo V-2 Vorioc Attombly. 

I 3-Gong Typo V-2 Vorioc Attombly. 


$35.00 

52.50 


Patent applied for 
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MISCELLANY 



The firm of C’laude Lyons, Ltd., with 
office, warehousing, and lal)oratory facil¬ 
ities in Idverp<M)l, and general sales offices 
in l/mdoii, has represented ( leneral Ka«lio 
in (Irc'at Britain since 1925. The Liver¬ 
pool facilities, under the direction of Mr. 
Alfred Kneen, are spacious and well 
equipped, but the London offices have 
not been really adequate for a number of 
years to handle a steadily growing busi¬ 


ness. After a long .search the firm has 
been fortunate to find an attractive, new 
location west of London in Ifoddesdon. 
Here are new calibration and testing 
laboratories, as well as sales, repair, and 
stocking facilities. Managing Director of 
the Lyons firm is Mr. Claude L. f.yons 
(see insert). The new address is Talley 
Works, Ware Hoad, lIodde.sdon, Herts, 
Kngland. 


GENERAL RADIO COMPANY 

275 MASSACHUSETTS AVENUE 

CAMBRIDGE 39 MASSACHUSETTS 

TELEPHONE: TRowbridge 6-4400 


BRANCH ENGINEERING OFFICES 


NEW YORK 6. NEW YORK 
90 WEST STREET 
TEL.-worth 4-2722 


LOS ANGELES 31. CALIFORNIA 
1000 NORTH SEWARD STREET 
TEL.-Hollywood 9-6201 


CHICAGO 5, ILLINOIS 
920 SOUTH MICHIGAN AVENUE 
TEL.-WAbash 2-3020 


SILVER SPRING, MARYLAND 
1055 1 3th STREET 
TEL. —juniper 5-1088 


REPAIR SERVICES 

WESTCOAST 

WESTERN INSTRUMENT CO. 

826 NORTH VICTORY BOULEVARD 
BURBANK. CALIFORNIA 
TEL.-Victoria 8-3013 
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